
Service data bulletin

 Instrument: GDS101 
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SUBJECT: Master reset procedure

WHAT TO DO:  After  completed Set-up Procedure you should always do a ‘’MASTER RESET’’:

Switch off the GDS 101u, using the  internal toggle switch  and  wait for 20 seconds.
Then press down and keep pressed the softkey  to the far right and  far left  ( No. 1 and 
6.) in the upper row on the GDS101u keyboard.

Turn the GDS101u ‘’on’’ and keep the two softkeys pressed down until the screen 
shows the normal picture.  This may take as long as approx. 30 seconds.
You should normally hear 4 ‘’beeps’’ at the end of the procedure.
Check screen 9.  IC  1, 2 and 3 should now indicate  OK.
Check screen 7.  HISTORY  should now start counting from Zero.


